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Determination of Vitamin E in Microsamples of Serum by Liquid Chromatography with Electrochemical Detection
Peter P. Chou, PatrIck K. Jaynes,1 and JImmy L Bailey 
Materials and Methods

Instrumentation.
We used an HPLC pump (Model 8800; 
Reagents.
We used only distilled, de-ionized water. We purchased The within-run (n = 28 each) and between-run (n = 5 each) CV for a-tocopherol at a concentration of 13.6 mg/L was 5.1% and 6.0%; for /3-and y-tocopherols at 2.4 mg/L, between-run CVs (n = 5 each) were 4.8% and 6.5%. The we find this procedure to be sensitive, specific, precise, and suited to routine use in clinical laboratories, especially in pediatric facilities, which need to process small samples.
